The residual organics was analyzed by gas chromatography (GC) using a FID detector (SHIMADZU, GC-2010 plus). The column was SE30 capillary column (30 m long, 0.25 mm inside diameter, 0.25 mm film thickness) with helium as a carrier gas. The initial oven temperature was 80°C and was heated at a rate of 50°C min -1 to 200°C holding for 1 min, then at a rate of 1°C min -1 to 210°C. The injector temperature was 290°C and the detector temperature was 290°C. The total helium (He) flow rate was 30.0 ml min -1 , the column flow rate was 30.0 ml min -1 . Individual components were determined by matching the retention time with authentic standards.
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